Can you load DC Bead® with fluorouracil?

- 5-Fluorouracil does not possess the correct characteristics for interaction with DC Bead®
- 5-Fluorouracil is too highly water soluble to afford controlled release from DC Bead®
- We would not recommend the use of 5-Fluorouracil with DC Bead® if you are looking for a sustained delivery*

*A Lewis; DC Bead®: a major development in the toolbox for the interventional oncologist; Expert Rev, Med devices 6(4), 389-400(2009)